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This  Technical  Note  was  prepared  and  distributed  at  the  request  of 
[ Hq  AMS /DOS.  The  enclosed  Instructions  for  installing,  calibrating 

t and  using  AWS  short  wave  fadeout  equipment  should  be  used  until  an 

[ appropriate  AWS  directive  is  published.  Suggestions  for  improvements 

of  this  guidance  should  be  forwarded  through  channels. 

» 

Two  points  that  could  cause  confusion  are: 

! 1.  There  are  three  conventions  used  for  the  spelling  of  mlcroamp  meter, 

1 mlcroanmeter , and  mlcroam  meter.  For  this  Technical  Note  "mlcroamp 

meter"  will  be  used. 

2.  The  symbol  Kc  (kilocycles)  was  used  in  lieu  of  the  new  convention, 
KHz  (klloHertz),  because  the  equipment  panel  markings  use  the  Kc  con- 
vention. 
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SHORT  WAVE  FADEOUT  (SWF)  EQUIPMENT 
AND  OPERATIONAL  PROCEDURES 
CHAPTER  1 - INTRODUCTION 

This  Technical  Note  Is  Intended  as  an  Introduction  to  the  new  In- 
stnjmentatlon  designed  by  Det  2,  12WS  to  monitor  short  wave  fadeouts 
(SWF).  SWFs  occur  in  the  earth's  ionosphere  as  a result  of  Increases 
in  ionizing  radiation  from  the  Sun  during  solar  active  periods.  AWSR 
105-33  mandates  the  requirements  for  SWF  observation  but  it  is  beyond 
the  scope  of  that  regulation  to  define  calibration  procedures,  opera- 
tional details  or  equipment  configuration.  The  author  suggests  that 
operatoBS  read  chapters  2 and  6 as  well  as  section  B of  chapter  5. 
Maintenance  technicians  should  use  chapters  3,  4,  and  5 as  a Tech  Order 
(T.O.I  until  a T.O.  exists  for  this  equipment.  The  procedural  and  equip- 
ment changes  which  prompted  this  technical  note  represent  a considerable 
Improvement  in  SWF  observational  technique. 
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CHAPTER  2 - SWF  OBSERVATIONAL  REQUIREMENTS 

1.  The  observational  requirements  for  the  SWF  system  are: 

a.  A short  wave  broadcasting  station  In  a sunward  direction  (East  in 
the  morning,  equatorvard  at  noon  and  West  in  the  afternoon). 

b.  A transmitter  to  receiver  distance  of  at  least  1000  km,  but  not 
exceeding  2000  km. 

c.  A monitor  frequency  between  S and  25  MHz. 

d.  A received  signal  of  sufficient  strength  to  be  well  above  the 
threshold  sensitivity  of  the  R-390  radio  receiver. 

2.  Although  these  requirements  are  straightforward,  they  are  difficult 
to  meet.  Certain  monitoring  locations  can't  find  broadcasting  stations  at 
the  proper  frequency  and/or  location  to  meet  these  requirements.  For 
Instance,  during  the  morning  hours.  Sagamore  Hill  Observatory,  being  on 
the  east  coast  of  the  U.S.,  must  monitor  stations  In  Europe  that  are 
farther  away  than  would  be  recommended.  There  are  virtually  no  stations 
broadcasting  In  the  Atlantic  Ocean  at  the  right  frequencies  and  time  of 
day.  The  biggest  problem  associated  with  SWF  monitoring  Is  Insufficient 
signal  strength.  Because  of  the  distance  and  frequencies  Involved,  many 
monitoring  stations  are  forced  to  use  signals  only  slightly  stronger  than 
the  R-390  sensitivity  threshold.  This  problem  will  be  partially  alleviated 
by  the  new  equipment  and  procedures  outlined  below. 

3.  AFGWCP  105-1,  Vol  IV,  para  2-14(1)  further  states  that  SWFs  in  ex- 
cess of  20  dB  must  be  detectable.  This  means  that  the  monitored  signal's 
pre-fadeout  level  must  always  be  20  dB  greater  than  the  R-390 's  sensitivity 
threshold.  If  the  SWF  detector  is  unable  to  monitor  a 20  dB  dynamic  range 
in  SWF  values,  it  will  miss  the  most  significant  events.  The  equipment 
and  procedures  outlined  In  this  technical  note  will  assure  that  this  20  dB 
dynamic  range  requirement  Is  met. 
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CHAPTER  3 - EQUIPMENT 


The  equipment  used  to  monitor  SWFs  are:  antenna,  attenuator  pads, 

R-390  receiver,  integrator,  and  recorder  (See  Figure  1). 

A.  Antenna.  Several  types  of  antenna  are  now  being  used  by  the  AWS 
for  SWF  operations. 

1.  The  horizontal  dipole  is  the  most  widely  used  antenna.  This 
type  of  antenna  is  also  the  poorest  for  SWF  monitoring.  The  horizontal 
dipole  acts  as  a highly  tuned  circuit,  and  as  such,  is  constructed  for  only 
one  optimum  frequency.  Therefore,  this  type  of  antenna  may  be  very  good  at 
15.4  MHz  but  very  poor  at  15.6  or  15.2  MHz.  Additionally,  horizontal 
dipoles  are  directional.  A station  monitoring  in  three  directions  during 
the  day  would  need  at  least  two,  and  probably  three  antennas  for  good 
reception.  This  type  of  antenna  also  requires  a considerable  area  to  set 
up  since  each  antenna  is  15  to  30  meters  long.  Only  stations  that  monitor 
one  frequency  and  one  direction  should  use  this  type  of  antenna  system. 

2.  The  vertical  whip  antenna  with  ground  plane  offers  a substantial 
Improvement  over  the  horizontal  dipole.  This  type  of  antenna  was  original 
equipment  with  the  R-390  receiver.  It  is  also  the  type  of  antenna  CB' ers 
are  most  familiar  with,  since  the  vertical  whip  is  used  in  ground  mobile 
applications.  This  emtenna  is  omnidirectional  and  is  less  frequency 
sensitive. 

3.  The  eight  element  vertical  conic  antenna  Is  currently  the  best 

available  antenna  design  for  the  SWF  system.  This  antenna  Is  omnidirectional,  li 

offers  wide  band  performance  and  a better  standing  wave  ratio  than  either 

of  the  other  antennas  described.  AWS  can  furnish  detailed  construction 

notes  on  this  antenna  system.  | 

B.  Attenuator  Pads.  Precision  stepped  attenuators,  in-line  between  J 

the  antenna  and  R-390,  are  an  absolute  requirement  for  a properly  calibrated  I 

SWF  system.  Previous  SWF  monitoring  procedures  called  for  adjusting  the  i 

Radio  Frequency  (RF)  gain  knob  to  compensate  for  large  signal  intensity 

fluctuations.  However,  changing  the  RF  gain^ changes  the  characteristics  ' 

of  the  receiver  from  the  calibrated  setting;  thus  decalibrating  the  SWF  | 

system.  The  RF  gain  knob  on  the  R-390  should  be  at  maximum  and 
never  touched  again. 

C.  Receivers.  The  R-390  receiver  is  the  one  unchanged  item  in  the 
SWF  system.  However,  the  mode  in  which  it  is  operated  should  be  modified 
if  your  station  is  having  a hard  time  acquiring  a signal  of  sufficient 
strength.  Two  alternative  R-390  hookups  are  presented. 

J 
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FIQ.  2 R-390  Receiver  Sensitivity  Characteristic 


A«C  OUTPUT  VOLTS 
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1.  strong  station  hookup.  The  R-390  should  be  in  the  FAST 
Automatic  Gain  Control  (labeled  AGC)  mode.  The  output  should  be 
taken  from  the  AGC  output  at  pin  3 or  4 on  the  back  of  the  R-390. 

Pins  3 and  4 should  be  bridged. 

2.  Weak  station  hookup.  The  R-390  should  still  be  in  the 
FAST  AGC  mode.  The  output  of  the  R-390  should  be  taken  off  of  the 
diode  load  at  pin  14  or  15.  Pins  14  and  15  are  shorted. 

Figure  2 illustrates  the  output  characteristics  of  the  diode 
load  and  AGC  for  differing  signal  strengths.  A typical  signal 
strength  is  between  -90  and  -110  dBm.  -90  dBm  means  90  dB  less  than 
one  milliwatt.  This  dBm  scale  is  on  the  calibration  signal  generator 
attenuator  dial.  Notice  that  the  AGC  voltage  is  unchanged  below  -97 
dBm.  The  AGC  output  can  therefore,  only  be  used  for  strong  signal 
SWF  monitoring.  Since  the  voltage  output  of  the  AGC  is  proportional 
to  the  chart  deflection  only  down  to  a -97  dBm  signal;  if  a SWF  drops 
the  signal  below  -97  dBm  an  error  will  result  in  a SWF  measurement 
taken  with  this  method.  The  R-390  manual  indicates  that  the  AGC  has 
a threshold  of  5 microvolts  equivalent  input  signal  which  explains 
the  constant  AGC  output  (residual)  below  5 microvolts  (5  microvolts 
is  approximately  -97  dBm  into  a 50  ohm  impedance) . 

On  the  other  hand,  the  weak  signal  mode  is  good  down  to  -120  dBm, 
the  lower  limit  or  sensitivity  threshold  of  the  R-390.  This  mode  of 
operation  offers  the  best  sensitivity,  linearity,  and  ease  of  operation. 


Do  not  use  the  Manual  Gain  Control  (MGC). 


WARNING:  If  the  R-390  is  put  in  the  MGC  function,  damage  may  be  done 
to  the  microainp  meter  and  integrator,  since  the  diode  load  is  capable 
of  at  least  a 100  volt  output. 

D.  Integrator  and  tfeter  Hookup.  This  hookup  will  follow  the 
schematic  of  Figure  4*  I'he  zener  diode  should  be  a 50  volt  zener  to 
partially  protect  the  meter  and  integrator  assembly.  R]^  should  be 
picked  such  that  a -60  dBm  signal  into  the  R-390  gives  approximately 
a full  scale  reading  on  the  meter.  An  output  gain  control  is 
required  in  the  units  whose  analog  chart  recorders  have  no  gain 
adjustments.  Figure  3 shows  a typical  SWF  receiver  configuration. 

Two  R-390s  are  in  the  top  of  the  rack.  Below  the  short  wave  receivers 
is  the  integrator  panel  and  mlcroeunp  meters.  Below  the  integrator 
panel  is  a three  channel  analog  chart  recorder. 


I 

I 

1 

I 

] 


a 


I 


6 


Vi\ 

1 j 1 ' ’ * ' 

W 

r;,^d 

m.  \ 1 

^g(K^  r^M  -’  SJ 

?55f?,- . \ ‘ ■_  u 

- 1 J-*  - 

1* 

R-S90  MCnVtR 


•Ov  ZENCR  INOOt  *1 


DiOOe  LOAD  OUTPUT  OP  R-StO 


faRcurr  maro 


Note  the  time  constant  can 
be  adjusted  by  replacing 
the  capacitor  In  the  IC s 
feedback  loop.  The  capacitor 
size  In  microfarads  is 
also  the  time  constant  In 
seconds  (l.e.,  a 78  mf  cap 
will  give  a 78  sec  time 
constant  to  the  Integrator). 


FI6 . ^ Weak  Signal  Hookup 


CHAPTER  4 - INITIAL  SETUP 


Maintenance  should  check  that  the  wiring  follows  the  schematic  of 
Figures  1 and  4.  The  R-390' s AGC  voltage  is  negative  and  the  Integrator 
Is  an  inverting  amplifier,  so  the  chart  recorder  will  be  responding  to  a 
positive  voltage  signal.  Prior  to  the  initial  adjustments,  the  equipment 
(including  the  signal  generator)  should  be  allowed  to  warm  up  at  least 
two  hours. 

A.  Verify  that  the  R-390  settings  are: 

1.  Function  switch  to  AGC. 

2.  AGC  switch  to  FAST. 

3.  Limiter  in  off  position. 

B.  Inject  a -60  dBm  signal  from  the  signal  generator  (SG)  and  trim 
R]^  for  a full  scale  deflection  on  the  microamp  meter. 

C.  Construct  a curve  similar  to  the  example  in  Figure  2.  This  will 
familiarize  maintenance  and  operations  technicians  with  the  characteristics 
of  the  R-390  receiver  being  tested. 

1.  Connect  a voltmeter  to  the  ACC  output. 

2.  Inject  a -130  dBm  signal  with  the  SG  and  read  the  voltmeter 
and  mlcroamp  meter  indications. 

3.  Increase  the  SG  signal  in  2 or  3 dB  steps  annotating  the  diode 
load  current,  from  the  mlcroamp  meter,  and  the  AGC  voltage  from  the 
voltmeter,  on  the  chart. 

4.  Plot  these  values  on  linear  graph  paper.  If  the  R-390  doesn't 
give  some  deflection  on  the  microamp  meter  between  the  -130  dBm  and  -120 
dBm  input  levels,  the  R-390  doesn't  have  sufficient  sensitivity  to  be  used 
in  the  SWF  monitoring  system.  (The  offending  R-390  should  be  replaced  or 
repaired. ) 

D.  The  chart  recorder  gain  and  position  should  be  set  so  that  full 
scale  deflection  occurs  at  -70  dBm  and  zero  deflection  occurs  at  -130  dBm. 

E.  Input  a -100  dBm  signal  and  allow  the  chart  to  record  the  output 
for  twenty  to  thirty  minutes.  A straight  line  trace  will  verify  the 
stability  of  the  R-390.  If  the  output  varies  more  than  2%  of  the  graph 
over  this  period,  check  the  R-390  and  the  signal  generator  output  for 
stability.  If  these  are  stable  and  the  frequency  hasn't  drifted,  the 
R-390  is  unstable  and  should  again  be  checked  by  maintenance. 
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CHAPTER  5 - CALIBRATION 


Calibration  or  a calibration  verification  should  be  performed  monthly 
or  whenever  a R-390,  integrator  or  chart  recorder  is  repaired  or 
adjusted. 

A.  Calibration  Procedure. 


1.  Let  the  signal  generator  (SG)  warm  up  for  at  least  two  hours. 

(The  R-390  should  never  be  turned  off  other  than  for  maintenance). 

2.  Set  the  SG  for  307.  modulation  at  400  Hz. 

3.  Set  frequency  of  the  SG  to  the  frequency  most  used  by  the 
R-390.  Example  - At  Sagamore  Hill,  one  R-390  is  used  in  the  15  - 20  MHz 
band;  WWV  Boulder  Colorado  at  15.0  MHz,  Greenville,  N.C.  at  15.43  MHz,  and  BBC 
London  at  15.07  MHz,  are  the  most  frequently  monitored  stations  in  the  band. 
Therefore,  15.2  MHz  would  be  a good  calibration  frequency. 

4.  Set  the  power  output  level  on  the  SG  to  the  "set  level"  as 
Indicated  by  the  output  meter  on  the  SG. 

5.  Set  the  SG  for  -90  dBm  output  with  the  SG' s attenuator. 

6.  Assure  no  attenuation  is  switched  in  with  the  precision 
stepped  attenuator  (PSA). 

7.  Set  the  R-390  to  .1  KHz  bandwidth. 

8.  Tune  the  R-390  for  maximum  deflection  on  the  mlcroamp  meter. 

9.  Set  R-390  bandwidth  to  2 KHz.  Calibration  is  performed  at 
2 KHz  bandwidth  to  Insure  that  relative  frequency  drift  between  the  SG 
and  the  R-390  doesn' t detune  the  system  during  calibration.  Proper 
tuning  should  be  verified  several  times  during  calibration.  If  the  R-390 
is  found  to  be  detuned,  the  procedure  must  be  started  over. 

10.  Dial  in  -70  dBm  on  SG  and  -130  dBm  using  precision  stepped 
attenuator  (PSA)  alternately  (perform  step  11  simultaneously). 

11.  Set  the  gain  pot  and  zero  adjust  on  the  recorder  so  -130  dBm 
gives  zero  deflection  (not  pegged)  and  -70  dBm  gives  full  scale  deflection 
(not  pegged). 

12.  Set  SG  to  -70  dBm  and  allow  trace  to  stabilize.  Record 
mlcroamp  meter  value.  Since  the  integrator  has  a 60  second  time  constant, 

5 minutes  will  be  needed  for  complete  stabilization  each  time  the  RF  input 
level  is  changed. 
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13.  Inject  3 dB  of  attenuation  with  the  PSA  and  allow  the  trace 
to  stabilize  and  annotate  -73  dBm.  Record  the  ampmeter  value 

Notice  that  you  are  adding  3 dB  of  attenuation  to  a signal  that  is 
already  at  -70  dBm,  so  -73  dBm  = (-70  dBm)  - (3dB).  (The  dBm  is  an 
absolute  value  whereas  the  dB  annotation  is  relative). 

14.  Continue  this  process  of  adding  3 dB  attenuation  with  the 

PSA  until  you  have  the  -70,  -73,  -76,  -79,  -81 -112,  -115,  -120, 

-130  dBm  levels  recorded  on  the  chart  paper.  During  these  steps,  annotate 
the  mlcroamp  meter  value  next  to  the  chart  level. 

15.  Transfer  the  chart  values  to  the  edge  of  a 5 x 7 blank  card 
as  in  Figure  5. 

16.  Make  sure  the  date,  frequency,  and  other  pertinent  data  are 
annotated  on  the  5x7  calibration  card. 

B.  Calibration  Verification  Procedure.  If  the  system  has  been  previously 
calibrated  and  the  station  doesn't  suspect  that  the  system  has  changed 
since  the  last  calibration,  the  following  steps  should  be  performed. 

1.  Perform  steps  1 through  9 of  the  normal  calibration  procedure 
using  the  s^lme  settings  as  on  the  last  calibration  card. 

2.  Set  SG  to  -70  dBm, 

3.  Compare  the  mlcroamp  meter  and  recorder  values  with  the  values 
on  the  calibration  card  (Figure  5).  If  they  are  within  27.,  go  to  the  next 
step.  If  not,  you  must  recalibrate  using  the  normal  calibration  procedure. 

4.  Set  the  SG  to  -130  dBm. 

5.  Verify  the  mlcroamp  meter  and  chart  recorder  values  with  the 
values  on  the  calibration  card.  If  they  are  within  27.,  the  system  is  still 
in  calibration  and  no  further  calibration  need  be  done.  If  the  values  are 
not  within  2%,  a complete  calibration  will  be  required. 

6.  Annotate  the  current  date  of  the  verification  on  the  old 
calibration  card.  Old  cards  should  be  kept  one  year  for  continuity. 
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CHAPTER  6 - OPERATION 


A system  calibrated  according  to  this  technical  note  will  require 
very  little  adjustment  and  will  be  able  to  detect  SWFs  of  1-3  dB 
depending  on  the  stability  of  the  Ionosphere  before  the  SWF  occurred. 

No  better  sensitivity  Is  possible  without  a more  sensitive  receiver. 
Increasing  the  gain  of  the  system  can  be  accomplished  by  using  -SOdBm 
or  even  -90dBm  for  full  scale  deflection  on  the  chart  Instead  of  -70dBm, 
but  this  doesn't  render  the  system  more  sensitive  to  SWF  detection  be- 
cause of  normal  Ionospheric  scintillation  which  Is  typically  6 dB  at  18  MHz 
and  3 dB  at  11  MHz.  This  means  a 6 dB  SWF  at  18  MHz  Is  often  obscured  In 
6 dB  of  noise,  making  accurate  readings  very  difficult.  Furtheirmore,  In- 
creasing the  chart  gain  forces  the  observer  to  repeatedly  adjust  the  signal 
by  adding  or  subtracting  attenuation  with  the  PSA  to  stop  the  signal  from 
either  pegging  the  chart  or  operating  at  too  low  a level  on  the  chart  to 
be  able  to  accommodate  a 20  dB  fadeout. 

A.  The  R-390  settings  should  be  as  follows: 

1.  Bandwidth  1 KC  (2  KC  If  only  very  weak  signals  are  available). 

2.  Antenna  Trim  - tuned  to  maximum  signal  for  each  frequency 
selected. 

3.  AGC  to  FAST. 

4.  Limiter  Off. 

5.  Function  AGC. 

6.  RF  Gain  to  maximum. 

All  other  R-390  settings  are  optional. 

B.  Tuning . Tuning  in  a station  should  never  be  accomplished  by 
tuning  for  the  loudest  or  clearest  audio  signal.  The  mlcroamp  meter  which 
Indicates  the  diode  load  current  Is  the  best  Indicator  of  proper  tuning. 

The  carrier  level  meter  and  the  Beat  Frequency  Oscillator  (BFO)  audio  null 
are  less  attractive  tuning  alternatives.  The  BFO  Is  good  only  when  It  Is 
calibrated  and  since  the  BFO  oscillator  can  drift,  calibration  Is  only 
temporary.  Furthermore,  the  most  accurate  tuning  Is  achieved  with  the 
narrowest  bandwidth  permitted  by  the  signal  being  tuned. 

C.  Strong  Signal  Procedures.  When  a strong  signal  Is  available,  the 
bandwidth  should  be  at  the  1 KC  position  and  the  PSA  adjusted  until  the 
mlcroamp  meter  registers  an  average  value  at  or  below  the  -70  dB  full 
chart  scale  value  on  the  calibrated  card.  Frequent  changes  of  attenuation 
trlth  the  PSA  should  be  minimized  because  If  a SWF  occurs  during  the  5 


minute  recovery  period  Imposed  by  the  60  second  time  constant  of  the  Inte- 
grator after  the  PSA  has  been  switched,  the  SWF  value  will  be  Inaccurately 
measured. 
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D.  SWF  Reduction  Procedures.  When  a SWF  occurs,  the  calibration 
card  for  the  right  frequency  is  placed  on  top  of  the  chart  record  and 
aligned  with  the  edge  of  the  chart.  The  pre>SWF  level  la  read  off  of 
the  card  as  well  as  the  SWF  value  In  dBs.  The  difference  In  dBs  between 
the  two  values  Is  the  SWF  Intensity.  If  the  SWF  occurs  on  multiple 
channels  with  correlation  on  8800  MHz,  satellite  X-rays  or  a flare,  the 
SWF  Is  definite.  On  the  other  hand.  If  the  SWF  occurs  only  on  a slngli 
recorder  with  no  other  correlated  activity,  the  fadeout  could  be  caused 
by  the  monitored  station  or  R-390  detuning.  If  the  signal  fills  rapidly 
to  the  -130  dBm  level,  the  reason  Is  usually  the  station  going  off  the 
air.  This  Is  common  and  broadcast  hours  can  be  found  In  the  World  Radio 
TV  Handbook.  Each  SWF  monitoring  station  must  have  a copy  of  this 
publication  to  aid  In  station  selection.  These  may  be  obtained  from 
USAFETAC/CBT  through  your  parent  organization. 

The  chart  record  should  be  annotated  with  the  frequency  monitored, 
station  identifier  and  the  WMO  number  of  the  station.  The  WHO  number 
should  be  verified  with  AFGWC  whenever  a new  station  Is  monitored,  even 
If  the  WMO  number  Is  listed  unambiguously.  Otherwise,  that  WMO  number 
may  not  be  loaded  In  the  AFGWC  computer. 
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CHAPTER  7 - CONCLUDING  REMARKS 

The  new  equipment  configuration  and  procedures  developed  by  AWS  should 
greatly  Improve  SWF  observations.  This  new  procedure  offers  the  best 
tradeoff  between  system  sensitivity  and  dynamic  range  under  the  existing 
AWS  requirements.  In  the  future,  sensitivity  Improvement  will  be  possible 
with  the  replacement  of  the  R-390  with  a state-of-the-art  HF  receiver. 
Dynamic  range  Improvements  will  only  be  possible  with  dual  antenna  systems 
which  are  too  complex  and  physically  large  to  be  feasible. 
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